ars, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
s ;‘ STATE PUBLIC HEALTH LABORATORY RECE’VED
W DATAMASTER MAINTENANCE REPORT : REPORT #8

—

Complete this reporl at the time of the regular monthly preventive maintenance chack (not lo exceed 35 days).
Complete this report whanever (he Inslrumant Is sarviced or repalred and whenaver i is placed into service,
Relain the orlginal and send a capy willin 15 days te Ihe Breath Alcohot Program, DHSS.

DATAMASIFH SH NAME OF AGENCY DAIE OF INSPECTION
940239 GHQ Academy 07/08/2013
LOCATION OF INSTHUMENT (STHEET AND CITY) THAE OF INSPECTION
2920 North Shamrock Road, Jefferson City 16:01

CHECKLIST: Place a mark In the box by each item i found to be satisfactory or if aparating within establishad Hmits. {Wrile in observed valuss
where determined.) Unmarked tems must be corrected before using Instrumant.

: DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from printout) 07/08/2013 @ 16:01
COMPUTER DETECTOR
PROGRAM ] FILTERS
HEATERS SAMPLE CHAMBER ___ +49°C QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED ' f] PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER _ Guth Laboratories LOT # 11220 EXP. DATE __10/24/2013

Ml SIMULATOR TEMP (34°C £ 0.2°C) +34.00°C SIMULATORSN _ _DRS375  gxp paTE _ 04M15/2014

K] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a standard sclulion. All lhree lests must be within 5% of the standard value and must have a spread of .005 or
less, Mark the box corresponding 1o tha standard solullon being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ 10.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[]0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST | w A00 TEST2 % 100 TEST A wr 100

[v} PERFORM R.F.L TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-.04) 0 (.05-.08) 0 (.10-.14) 0 (16-19) O OVER.1¢ O

LIST ANY KEW PARTS AND DESCRIBE ANY ALTERATION G MODIFICATION THAY WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACYORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIOE (F NECESSARY),

Replaced moulkpleca receplaclie on breath lube. Cleaned five-way valve assembly and adjusled solencid for proper five-way valve clearance. Lubricated

printer head worm gear. Measured and adjusted voltages to elecironles where necessary.

INSPECTING OFFICER -~ - .- SIS G e
SIGNATURE , FRINT FULL HAME

» . s . Dewayne D, Carver
TYPE IEPERMIT N MaEﬂvemyﬁ; NOATR, N TELEFHONE NUMBER
230101 ¥ 05/28/2015 (673) 751-4722
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Dapartment of Heallh and Senlor Services, Soulheast District Oflice

2875 James Bivd.
Poplar Bluif, MO 63901

MO $50- 1468 {2.08) AN ECUAL OPPORTUNITY/AT FHMATIVE ACTION EVPLOYER LAB-1:6
oyl ¢ povdsd o0 2 rondaonratony bis's




GUTH LABORATORIES, INC.

550 HORTH #7th STREET & HARRISBURG, PA 17111- 4511 @ TELEPHONE: 797-564-8470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Sampies of Lot Number 11220 of
Alcohol Reference Solution for Simulator were analyzed by
gas‘ chromatography on QOctober 27, 2011, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1205% (w/vol) ethyl alcohol. The expiration date for this lot i
number is October 24,2013 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this- soluiion will give a breath alcohol

~analysis instrument reading of 0.100 g/210L +/- 3%,

. The alcohol and waler used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES. INC.

NIST Traceability: .

Testing was conducted using Cerilliant Reference Standard lot number FN102408-02 whose
values are traceable to NIST.

All balances are calibrated annuafly by an ouwtside agency wsing NIST traceable weights.
Calibration verification is done prior to cach use utilizing NIST traccable weights.
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FACE THIS SIDE DOWN - THIS EDGE IN FIHST FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster BAC DataMaster
Evidence Ticket Evidence Ticket
MISSOURT STATE HIPHHHY FRTROL MISIOURE STATE HISHWAY PATROL
BAC DATRMASTER SERIRL HUMBER 245239 BAC DATRMASTER SERIAL MUMBER S4u2an
- Brfurfi‘ B7 /83713
TESTIHE DFFICER: - AREEST TIME: B5:m9
- CARVER/DEMAYNE T SUBJECT MAME:
- DFFICER 1.D.: D41 H
PERMIT HUMBER: cSﬂiﬁI LOE: 81/81-.81 SEX: H
EXPIRATION DATE: 85-25/15 STATE/D L. 7 R¥-H
MISCELLANEOUS DATA: _ RRRESTING OFFICER:
«JABE YAPDR RCCURACY CHECK K¢
GUTH LREZ LOT. 112°8 EXP 1B/P4-7R12 OFFICER I.D.: ¥
: TESTING OFFICER:
~—— ZUPERNMIZOR HODE ——- CRRYER-DEWRYHE /D
o OFFICER I.Dn: 041
BLAMK TEIT : . A8 16185 PERMIT MUMBER: 23618
IHTERHRL STRMDARTD VERIFIED 1£:8% EXPLRATION DATE: 85-.75-15
EXTERMAL STHMDRRD , 158 - 16187 MISCELLRMEDUS DRTR:
BLAME TEZT - ' g 71515 1687 RFI TEST
EXTERHAL STANDRRD L 165 18588 .
BLANK TEST : G 15169 ~—— BREATH BMALYZIS -~
EXTERMAL STANDARD . 153 1511
T BLAMK TERT » 5 161G 77 BLAMK TE:T . BEE 16814
— — " INTERMAL STRMDARD VERIFIED  is:14
H=Z SUBJECT ZAMFLE . BEE 16314
SIM. = .1 RADID INTERFEREMCE
RYG, = .1
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